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IVC Tail

SIP holder + Coldfinger

Bottom of 3He tail
terminated in 10-32 thread

Cu Heat exchanger

3He tail
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10-32 UNF male thread
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Available wiring= 16 twisted pair + 4
S1 coax.

Note: Due to possible touches between
the IVC tail and sample stages the O.D.
of a sample stage should be less than 0.5".

All dimensions
in inches


